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BACKGROUND Options for the treatment of hair loss are limited, and include pharmaceutical
management, surgical management, cosmetic management, and low level laser light management.
Existing laser delivery devices are hampered by poor compliance and cumbersome designs. A new full
coverage device has been introduced to address these shortcomings
OBJECTIVE
A series of case studies is presented using the full coverage device using global
photography to evaluate efficacy and patient evaluations of convenience and efficacy.
METHODS AND MATERIALS
Subjects were each given a LaserCap® with instructions to wear the
device for 30 minutes every other day. Standardized baseline photographs were obtained and interval
photographs for global photographic evaluations were obtained at 6 months. Patients were interviewed
at each visit to assess convenience and efficacy of the device.
RESULTS
Global photography revealed both increased density as well as improved hair
characteristics such as shine. Patient interviews revealed high satisfaction with ease of use and efficacy.
CONCLUSION Low level laser light treatment administered by the LaserCap® device produced
objective and subjective clinical improvement, and should be considered a viable treatment option for
patients with pattern hair loss.
Treatment alternatives to pharmaceutical management of pattern hair loss are needed for patients who
are not candidates for, cannot tolerate, or do not benefit from the use of topical minoxidil or oral
finasteride. Females in particular are not candidates for oral finasteride due to lack of FDA approval and
lack of evidence for efficacy thus further limiting their therapeutic options. Reported here are four cases
of successful treatment of female pattern hair loss with a full scalp laser delivery device (LaserCap,
LaserCap Company, Pepper Pike, Ohio.)
Case 1
A 41 year old Caucasian female presented with a long history of hair loss. No therapies had been used.
She reported progressive thinning along her part line along with noticeable shedding of hairs in the
shower, on her brush, and on her clothes. She denied symptoms of pain or itching.
Examination revealed a widened midline part line, retained frontal hairline, and decreased luster and
shine of the hair overall, consistent with a diagnosis of female pattern hair loss. There was no scalp
inflammation, and no evidence of infection or scarring scalp disease.

Low level laser light therapy was initiated with a LaserCap®, used 30 minutes every other day. No topical
or oral treatments were initiated. At her follow-up visit at six months, the patient reported ease of use,
and a significant decrease in shedding, and described her hair as “shinier” and “healthier.” Examination
revealed a significantly decreased midline part width, and a noticeable healthy hair luster. Figure 1
shows the comparison between the baseline and 6 month appearance.
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Case 2
A 58 year old Caucasian woman presented with a many year history of thinning hair throughout the
scalp. No therapies had been tried. The patient reported significant daily shedding, but denied pain or
itching.
Examination revealed healthy hair and scalp, but with a significantly widened central part line consistent
with a diagnosis of female pattern hair loss. No inflammation was noted.
Low level laser light therapy was initiated with a LaserCap®, used 30 minutes every other day. No topical
or oral treatments were initiated. At her follow-up visit at five months, the patient reported ease of use
and decreased shedding, and described her hair noticeably thicker. Examination revealed a significantly
decreased midline part width and thicker hair volume. Figure 2 shows the comparison between the
baseline and 5 month appearance.
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Case 3
A 57 year old Caucasian woman presented with a long history of female pattern hair loss. She had
undergone a hair transplant in the past with significant increase in hair density. Six months after the
procedure, the patient experienced significant thinning throughout the scalp, involving areas both
treated and not treated with surgery. No oral or topical treatments were being used.
Examination revealed significant mid scalp thinning extending from the vertex scalp to the hairline. A
hair pull was notable for excess hairs easily pulled from the scalp. There was no scalp inflammation
noted. The findings were consistent with ongoing female pattern hair loss.
Low level laser light therapy was initiated with a LaserCap®, used 30 minutes every other day. No topical
or oral treatments were initiated. At her follow-up visit at six months, the patient reported ease of use,
a dramatic improvement in hair density and thickness, and a complete cessation of shedding.
Examination revealed a significant recovery of central scalp hair volume. A hair pull was negative for
excessive hairs. Figure 3 shows the comparison between the baseline and 6 month appearance.
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Case 4
A 34 year old Caucasian woman presented with slowly progressive hair thinning and excessive daily
shedding. This was causing her significant psychosocial distress. She had tried topical minoxidil in the
past without success.
Examination revealed a mildly increased central part width, and an overall thin hair volume, consistent
with a diagnosis of female pattern hair loss. No scalp inflammation was noted.
Low level laser light therapy was initiated with a LaserCap®, used 30 minutes every other day. No topical
or oral treatments were initiated. At her follow-up visit at six months, the patient reported ease of use, a
significant decrease in shedding, and a reported her hair felt “healthier.” Examination revealed a slight
but definite decrease in the central part width, a slight recovery of central scalp hair volume, and an
improvement in the hair luster. Figure 4 shows the comparison between the baseline and 6 month
appearance.
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DISCUSSION
Options for the treatment of hair loss are limited, and include pharmaceutical management, surgical
management, cosmetic management, and low level laser light management. Two FDA approved
medications exist for the treatment of pattern hair loss in men and women. Minoxidil is a topical
product available for women in a 2% and for men in a 5% liquid, and a 5% foam vehicle. Finasteride 1 mg
is an oral medication approved only for men with pattern hair loss. Minoxidil is often poorly tolerated by
patients due to sensitivity to the primary ingredient or to a vehicle, and not all patients experience a
clinical benefit. The use of finasteride has sometimes been associated with sexual side effects, including
loss of libido and impotence.
Alternative treatments are therefore of potential benefit for patients experiencing pattern hair loss who
are unable or unwilling to use pharmaceutical products, or for whom these products have provided
limited clinical benefit. Low level laser light therapy (LLLT) has been used successfully for the treatment
of pattern hair loss, and several light based devices have received FDA 510(k) clearance for this
indication. Many users of these devices find them inconvenient, cumbersome, or uncomfortable, thus
resulting in diminished compliance.
A new device, the LaserCap®, has been developed to provide the benefits of LLLT while minimizing the
disadvantages of existing devices. The LaserCap® fits inside a standard ball type cap, is powered by a belt
clip battery pack, and can thus be used in a hands-free manner, dramatically improving compliance. The
LaserCap also exposes the entire scalp to light, thereby improving coverage.

These case reports demonstrate efficacy by both global photography as well as by patient self
assessment, and reveal improvements in hair shedding, hair volume, and hair appearance. The current
full scalp device offers advantages in scalp coverage as well as compliance due to the discreet design
and portable aspect. Longer term use of the device can be expected to maintain hair density and hair
shedding at levels satisfactory to the affected patient population.

